[Electric burns in the operating room. Apropos of 4 cases].
Four cases of patients suffering from peroperative skin burns at electrocardioscope electrode sites are reported. They were the result of incorrect function of the cutting diathermy, (error of internal or external connection). Use of the electrocardioscope with a "floating input" protects the patient against this type of electrical accident.